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METHOD AND APPARATUS FOR 
PROCESSING A PHYSIOLOGICAL SIGNAL 

FIELD OF THE INVENTION 

The present invention relates to the ?eld of signal pro 
cessing. More speci?cally, the present invention relates to a 
numerical transform for obtaining a fundamental period 
from a signal, particularly for a numerical transform method 
suitable for determining the period and ?ltering noise from 
a physiological signal. The present invention is particularly 
suitable for use in oximetery applications. 

BACKGROUND 

In medical or physiological monitoring, physiological 
measurements required to determine parameters such as 
blood pressure and blood oxygen saturation levels are often 
dependent on a valid comparison of monitored Waveforms 
or data to the patient’s heart pulse. 

For example, commercially available pulse oximeters 
generally measure energy attenuation or light absorption in 
biological tissue to determine blood oxygen saturation lev 
els. One common type of pulse oximeter employs light in 
tWo Wavelengths to obtain the arterial oxygenation level, 
Wherein light in the red range and light in the infrared range 
are directed at the patient and detected by a photodetector. 
With each cardiac cycle, there is cyclic light absorption by 
tissue beds. During diastole, absorption is a result of venous 
blood, tissue, bone and pigments. During systole, light 
absorption is increased by the in?ux of arterialiZed blood 
into the tissue bed. The resulting pulsatile variation absorp 
tion through time is called the plethysmographic signal. 

The oximeter determines the difference betWeen back 
ground absorption during diastole and peak absorption dur 
ing systole at both red and infrared Wavelengths, as this 
difference corresponds to the absorption caused by arterial 
iZed blood. Since oxygen saturation determines the red:in 
frared light absorption ratio, differences in this ratio are used 
to compute the arterial oxygen saturation, a value derived 
empirically, generally through a calibration curve. 

Accurate measurement of arterial oxygen saturation, 
therefore, is highly dependent upon an accurate reading of a 
pulse Waveform. The pulse Waveform is typically detected 
by a sensor disposed on an extremity or, in the case of adults, 
on the nose or ear. These sensors, hoWever, often do not 
provide an accurate reading due to the motion artifacts 
caused by muscle movement, vasoconstriction associated 
With hypotension, shivering, motion of the body site Where 
a sensor is af?xed, or other types of internal or external 
movement during the measurement process. Other sources 
of noise are also problematic, in particular electromagnetic, 
measurement, and intrinsic error sources can also cause 
noise problems. These noise factors can cause the properties 
of light or energy attenuation to vary erratically. Traditional 
signal ?ltering techniques are frequently totally ineffective 
and grossly de?cient in removing these motion-induced 
effects from a signal. The erratic or unpredictable nature of 
motion induced signal components is the major obstacle in 
removing or deriving them. Thus, presently available physi 
ological monitors generally become inoperative or inaccu 
rate during time periods When the measurement site is 
perturbed. 

Furthermore, the problems associated With detecting 
proper heart pulses and evaluating blood oxygenation levels 
are signi?cantly more dif?cult With respect to fetal moni 
toring. The fetal oximeter sensing function takes place in a 
physically constrained environment (the uterus), subject to 
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2 
fetal motion, substantial pressure variations (contractions), 
and interference by the presence of a variety of ?uids in the 
environment (amniotic ?uid, meconium, maternal blood). 
The sensing must be done using re?ectance, rather than 
transmissive, pulse oximetry, further compromising the sig 
nal to noise ratio of the measurement. Despite many 
attempts at sensor design to improve signal quality, the 
problem of successfully monitoring in the presence of these 
many factors has not been solved in the prior art. Further 
more fetal physiology, is characteriZed by typically loW 
arterial oxygen saturation (often beloW 50%), and a much 
loWer difference betWeen arterial and venous saturation. For 
this reason, it is doubtful that some of the advanced algo 
rithms for noise rejection, designed With the assumption of 
more mature physiology, Will function. 

Lastly, these inventions tend to either not treat the ques 
tion of pulse rate extraction from the plethysmographic 
Waveform, or present solutions not ideal for the fetal physi 
ology and environment. Fetal heart rate (FHR) measurement 
is currently the most important parameter monitored in utero 
to detect signs of fetal distress. Typically, FHR is determined 
by intermittent manual auscultation through the mother’s 
abdomen by a trained caregiver, or by means of an ECG 
electrode screWed into the fetal scalp. Thus a means of 
reliable non-invasive pulse rate determination in fetal moni 
toring Would offer a signi?cant improvement over the prior 
art. 

For example, one method for dealing With noise problems 
is described in US. Pat. No. 5,588,425 to Sackner et al. 
Here, a narroW range of systolic upstroke times are empiri 
cally de?ned and Waveforms are deemed valid only if they 
fall Within the predetermined range. The system, therefore, 
depends on a consistent, narroW range of upstroke times for 
all patients to be effective. These values may not apply 
adequately to fetal monitoring situations. Furthermore, 
irregular pulses Which may provide valuable diagnostic 
information, are ignored. 

Another method for removing noise from a pulse Wave 
form signal is disclosed in US. Pat. No. 5,934,277 to MortZ. 
MortZ discloses a system Wherein statistical techniques such 
as linear regression and correlation are used to ?lter noise 
from the signal. This system requires a signi?cant amount of 
pre-calculation ?ltering to assure that the input signals from 
both the red and infrared are consistent. Furthermore, “good 
data” must be identi?ed before a calculation can be made. 
For example, if the processed signal contains a signi?cant 
variation in evaluated points, the system Will determine that 
“good data” has not been achieved. If the data is insuf? 
ciently “good” an alarm is set for the user. This system, 
therefore, is only capable of processing data in a Well 
de?ned “good” range, and cannot ?lter noise factors suf? 
ciently to provide a useable signal in many applications, 
particularly in fetal applications. 
US. Pat. No. 5,687,722 to Tien et al. also discloses a 

system based on a regression algorithm. Here, incoming data 
is ?ltered into a number of data WindoWs. A ratio value 
indicative of oxygen saturation in the patient is statistically 
analyZed to determine the best estimate for the correct ratio 
value. Although this algorithm may be capable of extracting 
oxygen saturation information from non-optimal signals, it 
does not yield a pulse rate value. In fetal monitoring, Where 
alternative sources of continuous pulse rate information are 
inconvenient, these situations algorithms of this type are 
insufficient. 

Although the problem has been described mainly With 
reference to pulse oximetry systems, a similar problem 
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exists in conjunction With a number of different types of 
physiological monitoring including electrocardiographs, 
blood pressure, capnographs, heart rate, respiration rate, and 
depth of anesthesia, for example. Other types of measure 
ments include those Which measure the pressure and quan 
tity of a substance Within the body such as breathalyZer 
testing, drug testing, cholesterol testing, glucose testing, 
arterial carbon dioxide testing, protein testing, and carbon 
monoxide testing, for example. In all of these types of 
monitoring, the ability to derive an accurate pulse Waveform 
is extremely important in providing an accurate physiologi 
cal reading. 

SUMMARY OF THE INVENTION 

The present invention relates generally to a method of 
signal processing for use With physiological monitoring or 
other types of monitoring Which involve signals containing 
a relatively loW dominant frequency (order of HZ to tens of 
HZ), With intermittent broad-band noise of signi?cant ampli 
tude. The signal processing method of the present invention 
can be used to locate the fundamental period in a noisy input 
signal, ?lter noise from the signal, and reconstruct the signal 
in a real-time processing environment Without the necessity 
for ?ltering “good” data samples or limiting the range of 
expected good data points. Furthermore, the method of the 
present invention can distinguish small signals from random 
noise in the same frequency range. 

Anumerical transform analogous to a Fourier transform is 
applied to input data to provide a data set that contains signal 
amplitude versus period of the input Waveform. The inde 
pendent variable in the numerical transform is a period, as 
opposed to the frequency value generally employed in a 
Fourier transform. For example, a discrete Fourier transform 
is de?ned as: 

such that the independent variable is frequency Which is 
varied as integer multiples of the fundamental frequency (1f, 
2f, 3f, . . . Nf). The present invention instead employs an 
algorithm Wherein the transform is performed at incremental 
steps of the period, AT. A transform, comprising a summa 
tion of data points multiplied by samples of a sine Wave and 
cosine Wave of a period equivalent to AT, is calculated for 
each period AT betWeen a pre-selected minimum and maxi 
mum period. This transform generates spectral data for a 
limited set of periods, but at the resolution of the sampling 
rate. The transform can be used to ?nd periodic functions 
buried in noise from real-time processes, and is particularly 
useful in physiological monitoring such as blood pressure 
monitoring, pulse oximeters, and fetal pulse oximeters. 
Furthermore by establishing an ensemble average from the 
calculated transform, the noise associated With the process 
can be ?ltered and the input signal can be reconstructed. 

The method of the present invention can be advanta 
geously used for digital signal processing of an analog input 
signal. The digital signal processing method generally com 
prises the steps of sampling an analog input signal at a 
sampling rate of AT, multiplying each of the sampled data 
points times a pair of orthogonal basis functions, preferably 
a sine and a cosine Wave, and providing a summation of 
these points over the established period, in accordance With 
the equation listed above. The resultant data can then be 
evaluated to locate the peak poWer in the Waveform, or 
processed as an ensemble average to reconstruct the input 
signal While ?ltering extraneous noise. It Will be apparent to 
one of ordinary skill in the art that an alternative pair of 
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4 
orthogonal basis functions may be determined and used. 
This choice may be made to enhance extraction of particular 
signals With an inherently non-sinusoidal character. 

To provide a signal processing algorithm With suf?cient 
speed to provide a transform of a real time input signal, a 
number of steps can be taken to increase the ef?ciency of the 
algorithm. For example, a more time-ef?cient algorithm 
similar to a sliding Fast Fourier Transform can be used to 
increase the speed of the calculations. Furthermore, a single 
buffer of sine data, and correspondingly a single buffer of 
cosine data, can be mathematically manipulated to provide 
a number of sine and cosine Waves of various periods 
Without the need for recalculating the value at each step in 
the period, as Will be described more fully beloW. 

Other advantages and features of the invention, together 
With the organiZation and manner of operation thereof, Will 
become apparent from the folloWing detailed description 
When taken in conjunction With the accompanying draWings 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a Waveform of a typical periodic physiological 
signal. 

FIG. 2 is a Waveform of a typical periodic physiological 
signal With noise aded. 

FIG. 3 is a transform of the Waveform of FIG. 2 produced 
in accordance With the present invention. 

FIG. 4 is a Waveform reconstructed from the transform of 
FIG. 3. 

FIG. 5 is a simpli?ed ?oW chart of a transform performed 
in accordance With the present invention. 

FIG. 6 is a representation of the sine and cosine Wave 
points used in the present method When the period is small. 

FIG. 7 is a representation of the sine and cosine Wave 
points used in the present method When the period is large. 

FIG. 8 is a block diagram of an oximeter constructed in 
accordance With the present invention. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

Referring noW to the Figures and more particularly to 
FIGS. 1—4, a number of signals important in describing the 
present invention are shoWn. FIG. 1 is a representation of a 
physiological signal Without a noise component. As noted 
above, physiological signals are generally periodic signals 
With a period of less than three seconds. FIG. 2 is a 
representation of the signal of FIG. 1 With an added noise 
component. This signal represents an average input signal 
from a real-time physiological process, Where noise from 
motion artifacts and other extraneous sources substantially 
buries the periodic input signal of FIG. 1. FIG. 3 is a 
representation of a transform of the signal, Where the trans 
form is a representation of amplitude versus period, and is 
calculated With a method in accordance With the present 
invention. Finally, FIG. 4 is a representation of a signal 
produced through an ensemble averaging procedure to pro 
vide a reconstruction of the signal of FIG. 1. 

The input signal of FIG. 2 can be processed in a number 
of different Ways depending on the application. In all of 
these cases, the analysis is analogous to a knoWn type of 
Fourier transform, Wherein, instead of varying the signal 
over integer multiples of a fundamental frequency, the 
abscissa of the output transform comprises multiples of 
sample points, AT. For example, if it is not necessary to 
provide a real time analysis of the input signal, processing 
techniques analogous to the Digital Fourier Transform and 
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the Fast Fourier Transform can be employed to calculate the 
numerical transform. 

The present invention, however, can be employed for 
determining the period of and ?ltering noise from a physi 
ological input signal in real time. To provide a real-time 
analysis of the input signal, an analysis method analogous to 
a Sliding Fast Fourier Transform (SFFT) can be used. The 
Sliding Fast Fourier Transform is discussed in “Sliding FFT 
Computes Frequency Spectra in Real Time”, EDN, Septem 
ber 1988, page 161. This article is hereby incorporated by 
reference. As discussed in this article, the SFFT differs from 
an FFT in that the SFFT “slides” over a data sequence N 
points at a time. The SFFT, is based on fact that the FFT of 
the n+1th sampling interval is equal to the phase shifted sum 
of the previous FFT and the difference between the newest 
sample and the oldest, or between the sample entering a 
buffer of data at interest and the sample leaving the same 
buffer of data. The FFT, on the contrary, ?rst accumulates N 
points, then performs a transform, accumulates a second set 
of N points, then performs a transform, etc. The SFFT 
therefore, requires signi?cantly less computing time than the 
standard FFT algorithm and can be used to provide a real 
time signal analysis. 

Applying this theory to the problem of processing a 
physiological signal in real time, the analog input signal of 
FIG. 2 must initially be sampled. Physiological signals, and 
particularly physiological signals related to blood pressure 
or oximetery, are generally sampled at a rate of one hundred 
to two hundred samples per second. This sampling rate 
provides a suf?cient sample of the input signal without 
aliasing. For purposes of simplifying the following 
discussion, we will assume a sampling rate of one hundred 
samples per second, or ten milliseconds per sample. It will 
be apparent to one of ordinary skill in the art, however, that 
other sampling rates could be used, and furthermore that the 
selected sampling rate can be varied based for uses outside 
of the ?eld of physiological monitoring. 

Generally, samples are collected for a period of time 
substantially equivalent to the maximum expected period of 
the noise-free physiological signal (FIG. 1). Physiological 
signals representing cardiac activity, for example, are 
expected to have a predominant period (the cardiac period) 
of less than three seconds. Therefore, samples are collected 
for a period of at least about three seconds. For the assumed 
sampling rate of ten milliseconds, at least three hundred 
samples will be collected for transform evaluation to com 
mence. The input data will generally be stored in an array or 
buffer. Although speci?c period and sampling values have 
been described, it will be apparent to one of ordinary skill in 
the art that a buffer of any siZe greater than the maximum 
expected period divided by the sampling rate could also be 
used. Furthermore, in some applications wherein the data is 
evaluated for signals of a given period, a smaller buffer can 
also be used. In applications in which data is analyZed after 
collection is completed and is not being evaluated in real 
time, this data can be stored in a ?xed array. When the data 
is continuously collected, a type of buffer known as a ring 
buffer may be employed, in which new data overwrites old, 
previously processed data. Other means of storing data 
continuously for a limited know will be apparent to one of 
ordinary skill. 

For purposes of calculating the transform of the input 
signal shown in FIG. 2, buffers are also established for two 
orthogonal waves, preferably a cosine and a sine wave. The 
sine and cosine, or other orthogonal waves, are each de?ned 
to have a period equal to that of the maximum expected 
period, as discussed above. In the present example, 
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6 
therefore, the cosine and sine buffers each contain a wave 
form having a length of three seconds. The sine and cosine 
buffers herein each contain three hundred data points, where 
these data points represent the sine and cosine wave at ten 
millisecond intervals. These mathematical functions vary in 
the range of —1.0 and +1.0, but to permit the use of 
?xed-point or integer arithmetic in a microprocessor, the 
cosine and sine wave stored value points are preferably 
multiplied by a scaling factor to maintain signi?cant digits 
in the calculation. This avoids the need for use of ?oating 
point calculations. For example, when a sixteen bit proces 
sor is used in a real-time embedded system, the sine and 
cosine values may be multiplied by 4096 (212). Scaling by 
a power of two permits rapid resealing of the results of 
calculations utiliZing binary shift operations, rather than 
multiply and divide operations. Note that, although buffers 
of stored cosine and sine values have been established for 
this calculation, in some applications the cosine and sine 
values can be calculated as required, and in other applica 
tions these values may be pre-calculated and stored as a table 
of predetermined values in non-volatile memory. 

Referring now to the C language code segments below, 
and the corresponding ?ow chart of FIG. 5, wherein the 
numerals correspond to the line numbers in the code, one 
method for performing the numerical transform of the 
present invention is shown. In the code below, the sine and 
cosine waves are stored in the variables ei and er, 
respectively, and the output of the transform is contained in 
the variables yr and yi. Two pointers xp and wp point to data 
in the input buffer, where xp points to the beginning of the 
buffer, or to new data, and wp is a working pointer which 
points to some location in the buffer, and can point to the 
oldest data in the buffer. The variable dr contains input data, 
and is initially initialiZed to the difference between the 
newest and oldest data. The variable j is a loop counter 
which provides a loop from the maximum selected period 
(MAXiPERIOD, or three seconds in this example, as 
described above), to the minimum selected period (MINi 
PERIOD, or two hundred milliseconds for this example), at 
steps of ten milliseconds. An additional variable k is used to 
index the cosine and sine wave buffers er and ei respectively. 
The variable k is incremented based on the values held in 
cntrD] and inxD] as will be described below. 

for(i=0; i<MAXiPERIOD; i++) 
{ 

cntr = 0; Line 2 

yrlil = yilil = 0; 

inx[i] = 19660800 / (i+1); Line 4 
er[i] = 4095 * cos((TWOiPI * i) / N); Line 6 

} 
if (++xp > end) 

xp = begin; /* increment the sample buffer pointer */ 
dr = new — *xp; /* initial difference of newest and oldest values */ 

*xp = new; /* save newest value in sample buffer */ 
wp = xp; /* initial working pointer value */ 
for(j=MAXfPERIOD-1; j>=MINiPERIOD; j--) Line 10 
{ 

k = cntr[j] >> 16; Line 8 
yr[j] += dr * er[k]; Line 14 
yi?] += dr * ei[k]; Line 16 
if ((cntr[j] += >= 19660800 — cntr[j] = 0; Line 12 

if += RATIO) > end) wp —= NN; Line 18 
df = *XP — *WP; 

yrx = / >> 10; Line 20 

yix = (yi[j] / 1') >> 10; 
pwr[j] = yrx * yrx + yix * yix; Line 22 

} 
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Referring again to the code segments above, initialization 
of data is performed in lines 2, 4, and 6. As noted above, the 
variable cntr?] holds values for incrementing k, the index to 
the sine and cosine Waves, initialiZed in step 6. This array is 
initially set to Zero in line 2. In line 4, the variable inx?] is 
initialiZed. This variable basically holds “step” increments 
of the sine and cosine Waves. As can be seen from line 4, the 
“steps” are inversely related to the period such that, for small 
periods, the steps are large, and for large periods, the steps 
are small. The numerator is essentially equivalent to the 
maximum period times tWo raised to the sixteenth poWer, 
While the denominator represents the range of periods to be 
analyZed. The factor in the numerator is for scaling 
purposes, facilitating the use of integer arithmetic, and can 
vary depending on the computational hardWare system used. 

Referring noW to line 10, the transform generally com 
prises a loop from the maximum period to a minimum period 
in steps j Which are preferably equal to the sampling period 
of ten milliseconds. Line 8 is essentially a scaling function 
for obtaining the index k from the sine and cosine Wave 
counter value cntrD]. As noted above, the value of cntr?] is 
initially set to Zero such that, for the ?rst loop, the cosine and 
sine values ei and er are evaluated as the cosine of Zero and 
the sine of Zero. The data value dr is multiplied times the 
cosine value and stored in the output variable yrD], and 
multipled times the sine value and stored in the output 
variable yi?]. As the loop is successively processed, the 
variables yrD] and yi?] are continually added to the previous 
values to provide a summation of these calculated values. 

In line 12, the counter value to the index k of the sine and 
cosine Waves is incremented by the value inxD]. Since inx?] 
is a constant for each value of j, the changing value in cntr?] 
Will increase incrementally as inxD], 2*inxD], 3*inj?], etc. 
as the loop is successively processed. Therefore, the calcu 
lations of yrD] and yiD] are made at equally spaced incre 
ments of the sine Wave Which vary depending on the value 
j. As noted above, hoWever, the value inxD] is large When the 
period is small. Therefore, for small periods, the number 
of steps taken through the sine and cosine Waves is small, 
and a number of points in each Wave are skipped. For 
example, for an extremely loW period, the transform may be 
performed only at the cross-over points of the Waveform and 
at the peak, as shoWn in FIG. 6, While for a large period 
approaching the maximum selected period, the sine and 
cosine Waves Will be evaluated at each AT de?ned, as is 
seen in FIG. 7. The effect of this procedure is to provide a 
number of sine Waveforms and cosine Waveforms of varying 
periods by decimation of the maximum-length period in the 
stored buffer of data. Although the sine and cosine data is 
shoWn stored in an array Which is indexed to provide an 
appropriate Waveform for the period, in alternate 
applications, appropriate cosine and sine Wave values can be 
determined When necessary. In this case, the period of the 
cosine and sine Waves can be changed to match the period 
of the step AT 

The resultant output values yr and yi are scaled in line 20 
so that the results for all periods Will be given an equal 
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Weight. In lines 18 and 19, the data buffer is incremented and 
the oldest data in the buffer is subtracted to provide the 
“slide” of data as described above. 

The results yr and yi are used to calculate an array of 
estimated poWer values for each period in line 22. Note that 
this estimated poWer involves adding the square of the real 
part and the square of the imaginary part of the signal. 
Although this is sufficient for purposes of comparison of 
signal poWer at different periods, if desired a numerically 
exact value can be obtained by taking the square root of the 
resultant value. Note that although a speci?c scaling func 
tion has been shoWn, it Will be apparent to one of ordinary 
skill in the art that the scaling factors used are dependent on 
the selected values and that these factors may be different or 
may be unnecessary depending on the computing system 
used. 
Upon completion of the loop, the arrays of poWer values 

are preferably evaluated for a “peak” poWer (line 24). The 
peak poWer factor indicates the dominant period of the 
actual input Waveform. The resulting graph of signal poWer 
versus period is shoWn in FIG. 3. As shoWn here, the 
recalculation of signal poWer at each period in lines 20—22 
is being performed for every incoming sample. HoWever, in 
some applications it is suf?cient to recalculate the poWer 
from time to time. This can reduce the computational 
overhead of the transform signi?cantly. In this case, the 
calculation of yrx, yix and thus pWr?] can be deferred to the 
peak poWer determination at line 24. 
As shoWn, the peak poWer is determined by a simple 

comparison. It Will be apparent to those of ordinary skill in 
the art that other methods for ?nding the peak value can also 
be used. Furthermore, in some applications, ?ltering to 
remove “jitter” or other noise can be employed to “smooth” 
the resultant output. For example: 

local poWer(i) = (pWr[i-1] + 2*pWr[i] + pWr[i+1])/4; 
for (1 = MINiPERIOD+1, pmax = O; 1<MAXiPERIOD; 1++) 
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p = localipower?); 
if (p > pmax) 
{ 

pmax = p; /* pmax = highest smoothed poWer */ 
t0 = 1+1; /* t0 = period at highest poWer */ 

Another enhancement is to apply a local curve ?t in the 
vicinity of the peak identi?ed by the basic algorithm. Using 
a small number of points in the period data surrounding the 
initial peak, this can improve the period estimate to better 
than the resolution based on the sampling period, as Well as 
improve the estimate of the poWer at that peak. A quadratic 
curve ?t can be implemented easily for this purpose, 
although other functional forms are possible. 

Other statistics useful for period domain analysis are 
easily extracted: 

for (1=MINiPERIOD, psum=0; 1<=MAXiPERIOD; 
1++)psum+=pwr[1]; 

averageipower=psum /(MAXiPERIOD—MINiPERIOD+1); 

and: 

for (1=MINiPERIOD, psum=0; 1<=MAXiPERIOD; 1++) if 
(pw?1]>averageipoWer/2)psum++; 

percentihigh= 100*psum/(MAXiPERIOD —MINi 
PERIOD+1); 
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The averageipoWer statistic gives a Way to compare power 
results through time despite overall signal power changes. 
The percent high gives a measure of the concentration of 
poWer in the signal, i.e., Whether total poWer is concentrated 
in a feW peaks or many peaks. 

One use of the poWer statistics derived from the above 
transform is to facilitate extraction of a signal of a particular 
period from a combination of signal and noise. To recon 
struct the Waveform, if necessary, an ensemble average can 
be calculated as shoWn in step 26. 

Here pavg[ ] is an array representing a continuously 
updated ensemble average of a signal repeating With a 
dominant period found to be t0 using the above transform. 
The current index in the ensemble, tx, is incremented, then 
reduced modulo t0. After this operation, the neW index Will 
be less than the length of the dominant period, in samples. 
This has the effect of realigning the incoming data to match 
the period of data already in the buffer, effectively slicing up 
the incoming Waveform into t0-siZed pieces and stacking 
them up. The latest sample, *xp (the value at the location xp 
in the input signal buffer), is factored into the appropriate 
point of the ensemble With an averaging operation. A run 
ning average calculation (the digital equivalent of an IIR 
?lter) is shoWn, but alternative averaging schemes such as a 
moving average may also be employed. In the running 
average, for each point of the ensemble the current value is 
incrementally reduced When the neW value is summed in. 
The effect is to merge the stack of Waveform slices, most 
heavily Weighting the most recent slices. The resultant 
reconstructed Waveform is shoWn in FIG. 4. 

Frequently, extraction of period information alone is 
sufficient, Without Waveform reconstruction. In alternate 
embodiments one or more peaks in the period data, e.g., 
cardiac period, are tracked to enhance signal processing in 
the presence of signi?cant corrupting noise in the same 
period range of interest as the signal data. As previously 
noted, physiological signals typically demonstrate non 
stationary statistics; but in the absence of serious 
arrhythmias, the cardiac period can be tracked dynamically. 
This is generally a valid assumption in fetal monitoring. 
A typical implementation for period tracking Would look 

something like this: 

#de?ne INITIALIZING O 
#de?ne SEARCHING 1 
#de?ne TRACKING 2 
int update (void) /* returns currently tracked period or 0 if none */ 

static int trackingistate=INITIALIZING, track=0, lost=O; 
int peak; 
/* gets averageipoWer and percentihigh */ 
poweristatistics (MINiPERIOD, MAXiPERIOD, 

&averageipoWer, &percentihigh); 
switch (trackingistate) 

case TRACKING: 

if (percentihigh > MAXiHIGH) 
lost++; /* poWer too diffuse, probably noise */ 

else 
{ /* search around current track for peak */ 

peak = peakipoWer (track-DELTA,track+DELTA); 
if (localipoWer(peak) < 2*averageipoWer) 

lost++; /* no strong peak here any more */ 
else 
{ /* peak still present, keep tracking */ 

track = peak; 

if (lost) 
lost- 
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-continued 

if (lost < MAXiLOST) 
break; /* track still viable, use result */ 

default: /* start or restart search for peak*/ 
case INITIALIZING: 

track = 0; 

lost = O; /* fall through to restart search */ 
trackingistate = SEARCHING; 

case SEARCHING: 

peak = peakipoWer(MINiPERIOD, MAXiPERIOD); 
if (quali?ed(peak)) /* test candidate With other criteria */ 
{ 

track = peak; /* acceptable, track it */ 
trackingistate = TRACKING; 

break; 

return (track); 

Here the update( ) function is assumed to be called once per 
second, although the frequency may be modi?ed as appro 
priate. The “track” value is the period of interest, folloWed 
through time as it varies. Note that a certain amount of 
hysteresis is built into the algorithm (as speci?ed by the 
MAXiLOST parameter) so that short periods of unaccept 
able signal can be ignored. 

Several enhancements of the basic tracking algorithm Will 
be apparent to those of ordinary skill in the art. The 
quali?ed( ) function may integrate other sources of infor 
mation to improve the accuracy of peak selection. This 
information may include for example time domain analysis 
of the signal, a priori knoWledge of the signal source based 
on physiology or clinical status, etc. Additionally, such 
information can be used to ?nd other possible tracking 
candidates, directing the period domain search if the global 
peak is not quali?ed for use (e.g., because it is found to 
correspond to noise). 
The “track” result may be further averaged to reduce jitter 

and improve the resolution of the period estimate beyond the 
limitation of sampling period. Finally, a rate calculation is 
simply the inverse of the period. A simple moving average 
algorithm combined With rate calculation (per minute) can 
be implemented as folloWs: 

int calculateirate (int period) 
{ 

static int ring[LENGTH], index, valid; 
int I, rate; 
if (period < O) 

/* static variables */ 

/* initialization */ 
for (I=O; I<LENGTH; I++) 

ring[I] = 0; 
rate = 0; 

index = O; 

valid = 0; 

sum = 0; 

else 
{ /* update With latest period */ 

if (ring[index] != O) 
{ /* remove oldest value from sum */ 

valid——; 
ringisum —= ring[index]; 

} 
if (period != O) 

/* add in neW period, if valid */ 
valid++; 
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-continued 

sum += period; 

ring[index] = period; 

if (++index == LENGTH) 
index = O; /* Wrap around ring index */ 

if (valid) /* if suf?cient data, calculate rate */ 
rate = (60 * SAMPLESiPERiSEC * valid + sum/2) / sum; 

else 
rate = O; /* no current rate estimate */ 

return (rate); 

Here the calculateirate( ) function is assumed to be called 
once per second, although the frequency may be modi?ed as 
appropriate. The ring LENGTH is chosen for an appropri 
ately smoothed rate result With sufficient responsiveness to 
change. 

Generally, therefore, the transform of the present inven 
tion can be used to digitally process a loW frequency, high 
noise analog input signal. The input signal is preferably 
initially sampled to provide a real-time digital input signal. 
The sampled data points are preferably stored in a buffer and 
evaluated through a numerical transform. Each of the data 
points can be multiplied, point by point, by a sampled pair 
of periodic orthogonal Waveforms, and the results summed 
to provide a summation for each data point. Furthermore, the 
orthogonal Waves are preferably indexed to provide Waves 
of a smaller period When the examined period is small, and 
of a large period When the examined period is large. The 
relative strength of contribution of each possible period is 
calculated as the poWer of each period. To increase the speed 
of the calculations for real-time applications an algorithm 
analogous to a sliding Fast Fourier Transform is used. After 
determination of the poWer at each possible period, this 
information may be used in signal reconstruction or to locate 
and track periods of interest. 
As noted above, the present invention can be used advan 

tageously in pulse oximetery, and provides a substantial 
advantage over prior art systems When used With fetal 
monitoring systems, and especially for fetal oximetery. 
Referring noW to FIG. 8, a block diagram of a pulse 
oximeter system 100 is shoWn. The pulse oximeter system 
100 used in conjunction With the present invention can be a 
digital oximetery system as described in Us. Pat. No. 
5,842,981, Which is hereby incorporated by reference. The 
digital oximeter provides an advantage because analog sig 
nal processing steps Which can induce additional noise in the 
system are substantially eliminated. HoWever, although a 
digital oximeter system is described, other knoWn types of 
oximeters can also be employed With the method of the 
present system to increase the integrity of the monitored 
signals. The sensor 120 can be any of a number of types of 
knoWn sensors. These devices are generally coupled to a 
digit or an extremity of an adult body. For fetal monitoring, 
an inter-uterine sensor device such as that described in US. 
Pat. No. 5,425,362, Which is also incorporated herein by 
reference, is preferably used. HoWever, other types of fetal 
sensor devices can also be used. As noted above, in fetal 
monitoring, sensing must be done using re?ectance, rather 
than transmissive, pulse oximetry. This approach involves 
transmitting a light source of at least one and preferably 
more than one Wavelength to illuminate blood containing 
tissue of the fetus. The re?ected light is then detected and 
evaluated for purposes of determining the blood oxygen 
ation saturation. Although the light sources can be a red LED 
170 and infrared LED 180 as shoWn, it Will be apparent to 
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one of ordinary skill in the art that other types of light 
sources such as laser diodes can also be used. Furthermore, 
variations in the Wavelength of the light used can also be 
made. 

Referring again to FIG. 8, the re?ected light is preferably 
detected by a photodetector 190. The output of the photo 
detector is digitized and transmitted to the microprocessor 
140, Which samples the input signal for processing in 
accordance With a method of the present invention. 
Alternatively, a ?ber optic line may carry the light itself to 
and/or from the sensor to the microprocessor, Where a 
photodetector and digitizer Would be located. 

In operation, the pulse oximeter system 100 generally 
determines a blood oxygen saturation level in accordance 
With knoWn methods based on an input plethsymographic 
Wave received at an input port Which is preferably coupled 
to the analog to digital converter 130. As noted above, 
oximeters determine the difference betWeen background 
absorption (essentially a dc value) during diastole and peak 
absorption (essentially a pulsatile ac component) during 
systole at both red and infrared Wavelengths. This difference 
corresponds to the absorption caused by arterialiZed blood. 
Since the redzinfrared light absorption ratio is indicative of 
oxygen saturation, differences in this ratio are used to 
compute the arterial oxygen saturation. This ratio is calcu 
lated in the microprocessor 140. The oxygen saturation 
value is determined empirically, generally by comparison of 
the redzinfrared ratio to tabular data stored in memory 160. 
The heart pulse rate is generally determined by counting the 
pulsatile components. HoWever, in some cases, and espe 
cially in fetal monitoring, these pulsatile components are 
insufficiently strong and both oxygenation calculations and 
heart rate information can be lost. The method of the present 
invention can be implemented through the micrprocessor 
140 to calculate the dominant period in the Waveform, and 
hence the cardiac period, to better determine the heart rate. 
The method of the present invention can also be used to 
provide a track of the pulse rate, as de?ned above. 

In one embodiment of the invention, the pulse rate is 
preferably calculated by counting the number of pulsatile 
components, as described above. The microprocessor 140 
can monitor the resultant values to determine Whether the 
heart rate is inconsistent, for example, if the number of 
pulsatile components is not suf?ciently large. This is a 
problem Which is particularly prevalent in fetal monitoring, 
Where the pulsatile component is often not signi?cantly 
greater than the background component and is therefore 
dif?cult to detect. When this condition occurs, the micro 
processor 140 can process the input signals With the trans 
form described previously to locate the pulse rate or heart 
beat. The input data, therefore, can be processed in accor 
dance With the method described over only as necessary. In 
alternative embodiments, hoWever, the method of the 
present invention can be used to maintain an accurate 
account of the heart rate in all situation. 
While preferred embodiments have been illustrated and 

described, it should be understood that changes and modi 
?cations can be made thereto Without departing from the 
invention in its broadest aspects. Various features of the 
invention are de?ned in the folloWing claims. 
We claim: 
1. A method for determining the estimated poWer values 

of periodic components of a sampled input signal, With 
periods of the periodic components of the sampled input 
signal de?ned at a resolution equal to a sampling rate of the 
input signal, the method comprising the folloWing steps: 

(a) selecting a sampling period equal to the inverse of the 
sampling rate of the input signal; 
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(b) selecting a minimum period and a maximum period 
representing a content of the sampled input signal over 
a range of the minimum period and the maXimum 
period; 

(c) selecting a ?rst periodic Waveform and a second 
periodic Waveform, the ?rst periodic Waveform and the 
second periodic Waveform being substantially orthogo 
nal to each other, each periodic Waveform having a 
periodic Waveform period equal to the maXimum 
period; 

(d) varying an incremental step over the range of the 
minimum period and the maXimum period in the 
sampled input signal, yielding a plurality of incremen 
tal steps, having a difference betWeen consecutive 
incremental steps corresponding to the sampling 
period, and; 

(e) determining a transform at each of the plurality of 
incremental steps by: 
(i) calculating an indeX into the ?rst and second peri 

odic Waveforms, the indeX computed from an indeX 
ing increment inversely proportional to the incre 
mental step, yielding a ?rst decimated periodic 
Waveform and a second decimated periodic 
Waveform, each decimated periodic Waveform hav 
ing a decimated periodic Waveform period equal to 
the incremental step; 

(ii) summing the values resultant from multiplying the 
sampled input signal by a plurality of points spaced 
equidistantly on the ?rst decimated periodic 
Waveform, yielding ?rst periodic Waveform summed 
values; 

(iii) summing the values resultant from multiplying the 
sampled input signal by a plurality of points spaced 
equidistantly on the second decimated periodic 
Waveform, yielding second periodic Waveform 
summed values; 

(iv) applying a scaling factor to the periodic Waveform 
summed values, yielding scaled sums, the scaling 
factor selected providing equal Weighting of the 
periodic Waveform summed values, and; 

(v) combining the scaled sums to calculate a relative 
poWer at each incremental step, yielding an array of 
estimated poWer values representing a poWer spec 
trum of the periodic components in the sampled 
input signal over the range of incremental steps from 
the minimum period to the maXimum period. 

2. The method as de?ned in claim 1, further comprising 
the step of reducing the computational overhead by per 
forming the scaling and calculation of the array of estimated 
poWer values at a loWer frequency than the input signal 
sampling rate. 

3. The method as de?ned in claim 1, further comprising 
the step of identifying and tracking a period of interest 
corresponding to a dominant period of the sampled input 
data through time, the method comprising the folloWing 
steps: 

(a) searching for a peak poWer period by scanning the 
array of estimated poWer values for a local peak of 
maXimum amplitude; 

(b) accepting or rejecting a period corresponding to the 
local peak of maXimum amplitude by utiliZing quali 
fying information; 

(c) continuing to search for the peak poWer period if 
rejected, else tracking the period of interest in the array 
of estimated poWer values if accepted; and 

(d) reverting to searching for a peak poWer period if the 
tracking of the period of interest is lost. 
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4. The method as de?ned in claim 3, Where the qualifying 

information is based upon time domain analysis of the input 
signal. 

5. The method as de?ned in claim 3, Where the qualifying 
information is based upon a priori knoWledge of the signal 
sources. 

6. The method as de?ned in claim 3, Where the tracking 
of the period of interest is lost if the distribution of poWer in 
the array of estimated poWer values is too diffuse. 

7. The method as de?ned in claim 3, Where the tracking 
of the period of interest is lost if the poWer around the period 
of interest in the array of estimated poWer values indicates 
no strong peak is present. 

8. The method as de?ned in claim 3, Where the qualifying 
information is further utiliZed to ?nd other possible tracking 
candidates if the peak is not quali?ed for use. 

9. The method as de?ned in claim 3, further comprising 
the step of averaging the results of tracking the period of 
interest to reduce jitter and improve the resolution of the 
period of interest. 

10. The method as de?ned in claim 3, further comprising 
the step of performing a rate calculation in order to derive a 
pulse rate based upon the period of interest tracked in the 
input data. 

11. The method as de?ned in claim 3, further comprising 
the step of calculating an ensemble average based upon the 
period of interest tracked in the input data in order to eXtract 
a signal of a particular period from a combination of signal 
and noise in the input signal. 

12. The method as de?ned in claim 11, Wherein the 
ensemble average is calculated as a running average. 

13. The method as de?ned in claim 1, Wherein the 
sampled input signal is a plethysmographic Wave. 

14. The method as de?ned in claim 1, Wherein the 
sampled input signal is a plethysmographic signal from a 
pulse oXimetry sensor. 

15. The method as de?ned in claim 1, Wherein the 
sampled input signal is a plethysmographic signal from a 
fetal pulse oXimetry sensor. 

16. The method as de?ned in claim 1, Wherein, prior to the 
step of applying a scaling factor, the method further com 
prising the step of sliding the sampled input signal through 
the transform such that a neW data point is added and an old 
data point is subtracted for each iteration. 

17. Amethod for calculating a digital numerical transform 
for a loW frequency periodic signal at a resolution equal to 
a sampling rate of the periodic signal thereby deriving poWer 
versus period in real-time, the method comprising the fol 
loWing steps: 

obtaining input data by sampling data points from a 
continuous periodic Waveform at a predetermined time 
interval; 

selecting a period, Wherein each selected period is 
betWeen a pre-selected minimum period and a pre 
selected maXimum period, Wherein each selected 
period is separated from the adjacent period by the 
predetermined time interval; 

for each selected period: 
(a) accessing stored points of a sine Wave and a cosine 
Wave of the pre-selected maXimum period taken at the 
time interval; 

calculating an indeX to the sine and cosine Waves, Where 
the indeX is inversely proportional to the selected 
period; and indexing the sine Wave and the cosine Wave 
to selectively vary the period of the sine and cosine 
Waves; 
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(b) calculating an imaginary transform component value 
equal to input data times a selected point on a sine Wave 
having a period equal to the selected period; 

(c) adding to a sum of previous imaginary transform 
component values for the same selected period; 

(d) calculating a real transform component value equal to 
input data times a selected point on a cosine Wave 
having a period equal to the selected period; 

(e) adding to a sum of previous real transform component 
values for the same selected period; 

(f) scaling the real and the imaginary transform compo 
nent sums to give all selected periods equal Weighting 
and adding the squares of the sums of real and imagi 
nary transform components for a given selected period 
to arrive at a relative poWer corresponding to that 
selected period in the input signal; and 

(g) incrementing the selected point on the sine and cosine 
Waves; 

repeating While calculations are desired on a successive 
sample of the input data. 

18. The method as de?ned in claim 17, Wherein the input 
data is initially calculated as a difference betWeen the oldest 
data sample in a buffer and the neWest data sample in the 
buffer and the input data is continually updated by adding 
the neWest data sample and subtracting the oldest data 
sample. 

19. An oXimeter comprising: 
an input port for receiving a plethysmographic signal 

from a sensor; 

an analog to digital converter; 
a processor programmed to calculate a numerical trans 

form of the plethysmographic signal to determine a 
fundamental period of a cardiac activity, Wherein the 
numerical transform is calculated at each of a plurality 
of incremental periods by multiplying samples of the 
plethysmographic signal by ?rst and second periodic 
orthogonal Waveforms of period equal to the selected 
incremental period, Wherein the processor is further 
programmed to indeX through a buffer storing the ?rst 
periodic Waveform and a buffer storing the second 
periodic Waveform, Where the indeX is inversely pro 
portional to a selected period to selectively decimate 
the length of the period; and Wherein the processor is 
further programmed to scale and to sum the calculated 
numerical transforms for a given incremental period to 
yield the fundamental period of the cardiac activity in 
the plethysmographic signal. 

20. The oXimeter as de?ned in claim 19, Wherein the 
sensor is a fetal sensor. 

21. An oXimeter comprising: 
an input port for receiving a plethysmographic signal 

from a sensor; 

an analog to digital converter; 
a processor programmed to calculate a numerical trans 

form of the plethysmographic signal to determine a 
fundamental period of a cardiac activity, Wherein the 
numerical transform is calculated at each of a plurality 
of incremental periods by multiplying samples of the 
plethysmographic signal by ?rst and second periodic 
orthogonal Waveforms of period equal to the selected 
incremental period, 

Wherein the processor is further programmed to calculate 
a cardiac rate based on a counted number of pulsatile 
components found in a blood oxygenation calculation, 
and 
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Wherein the processor is programmed to calculate the 

numerical transform only When the pulsatile compo 
nents of the cardiac rate determined by the oxygenation 
calculation is not signi?cantly greater than background 
noise. 

22. The oXimeter as de?ned in claim 21, Wherein the 
sensor is a fetal sensor. 

23. A method for determining a cardiac signal from a 
noisy plethysmographic input signal, the method comprising 
the folloWing steps: 

(a) sampling the input plethysmographic signal at a sam 
pling rate having a predetermined time interval; 

(b) calculating a numerical transform of the plethysmo 
graphic signal for each of a plurality of periods up to a 
maXimum period Where each of the periods are sepa 
rated by the predetermined time interval; by: 
(i) accessing successive stored sampled points of a ?rst 

periodic Waveform and successive stored sampled 
points of a second periodic Waveform, Where the ?rst 
periodic Waveform and the second periodic Wave 
form each have a period equal to the maXimum 
period, Where the ?rst and second periodic Wave 
forms are orthogonal to each other and Where the 
sampled points are separated by a time interval 
equivalent to the sampling rate; 

(ii) calculating an indeX to the stored sampled points of 
the ?rst and second periodic Waveforms Where the 
indeX is inversely proportional to the period such that 
for small periods the indeX into the stored data is 
large and for large periods the indeX is small; 

(iii) calculating a transform component value equal to 
the sampled plethysmographic signal times a 
selected point on the ?rst periodic Waveform having 
a period equal to the period; 

(iv) adding to a sum of previous transform component 
values for the same period for the ?rst periodic 
Waveform; 

(v) calculating a transform component value equal to 
the sampled plethysmographic signal times a 
selected point on the second periodic Waveform 
having a period equal to the period; 

(vi) adding to a sum of previous transform component 
values for the same period for the second periodic 
Waveform; 

(vii) incrementing the selected point on the ?rst and 
second periodic Waveforms; and 

(viii) scaling the sums of the transform components to 
give all selected period equal Weighting; 

(iX) repeating steps through (viii) While calculations 
are desired; 

(c) adding the squares of the sums of the transform 
component values for a given period to arrive at a 
relative poWer corresponding to that period in the input 
plethysmographic signal; and 

(d) calculating a relative strength for each period as the 
poWer of each period. 

24. The method as de?ned in claim 23, further comprising 
the step of adding a neW data point and subtracting an old 
data point at each time interval. 

25. Amethod for calculating a digital numerical transform 
for a loW frequency periodic signal at a resolution equal to 
a sampling rate of the periodic signal thereby deriving poWer 
versus period in real-time, the method comprising the fol 
loWing steps: 

obtaining input data by sampling data points from a 
continuous periodic Waveform at a predetermined time 
interval; 
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selecting a period, wherein each selected period is 
between a pre-selected minimum period and a pre 
selected maximum period, Wherein each selected 
period is separated from the adjacent period by the 
predetermined time interval; 

for each selected period: 
(a) accessing stored points of a sine Wave and a cosine 
Wave of the pre-selected maximum period taken at the 
time interval; calculating an index to the sine and 
cosine Waves, Where the index is inversely proportional 
to the selected period; and indexing the sine Wave and 
the cosine Wave to selectively vary the period of the 
sine and cosine Waves; 

(b) calculating a real transform component value equal to 
input data times a selected point on a cosine Wave 
having a period equal to the selected period; 

(c) adding to a sum of previous real transform component 
values for the same selected period; 
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(d) calculating an imaginary transform component value 

equal to input data times a selected point on a sine Wave 
having a period equal to the selected period; 

(e) adding to a sum of previous imaginary transform 
component values for the same selected period; 

(f) incrementing the selected point on the sine and cosine 
Waves; 

(g) scaling the real and the imaginary transform compo 
nent sums to give all selected periods equal Weighting 
and adding the squares of the sums of real and imagi 
nary transform components for a given selected period 
to arrive at a relative poWer corresponding to that 
selected period in the input signal 

5 . . . . . 

repeating While calculations are desired on a successive 

sample of the input data. 
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